
 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Sequences 

Seq 

Name 

Image 

Plane 

# 

Slices TR  TE 

Slice 

Thick FOV NSA Matrix 

Phase 

Dir 

           Localizer gre 3 Plane 4 7.4 3.01 7 400 1 320 R>L 

Axial T1 gre Axial 160 6.1 2.6 1 340 2 384 R>L 

Axial WS Silicon tse Axial 55 4860 64 3 340 1 384 R>L 

Axial T2 Silicon tse Axial 55 6820 78 3 340 1 448 R>L 

Axial STIR tse Axial 55 5600 70 3 340 2 448 R>L 

Cor STIR tse Coronal 40 4800 63 4 380 1 320 F>H 

Sag T2 FS Right tse Sagittal 34 3010 64 4 180 2 320 H>F 

Sag TIRM Right tse Sagittal 34 4000 64 4 180 1 256 H>F 

Sag T2 FS Left tse Sagittal 34 3010 64 4 180 2 320 H>F 

Sag TIRM Left tse Sagittal 34 4000 64 4 180 1 256 H>F 
 

 

 

 

 

Details:  Select “Assume Silicon” on Misc / Adjustments page 
 

 

 

 

 

 

 

Protocol Name:   BREAST IMPLANTS                               Body Part:   BREAST                                         Coil:   INVIVO 16ch BREAST COIL 
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